Benign superior vena cava syndrome caused by transvenous cardiac pacemaker.
A case of superior vena cava syndrome in an 84-year-old man caused by transvenous cardiac pacemaker is described. Computed tomograms showed lack of visualization of superior vena cava (SVC) due to thrombosis. Superior vena cavagram showed SVC obstruction with collateral circulation.